Millisecond 1064-nm Neodymium:YAG Laser Treatment of Facial Telangiectases

DALE M. SARRADET, MD,* MUSSARRAT HUSSAIN, MD,* AND DAVID J. GOLDBERG, MD*t

*Skin Laser and Surgery Specialists of NY/NJ, Hackensack, New Jersey, and Mount Sinai School of Medicine, New York, New York

LASERS HAVE been used for many years in the treatment of all types of vascular lesions, including hemangiomas, port-wine stains, and a variety of telangiectases. A variety of wavelengths have been used, including 1064-nm Neodymium:YAG (Nd:YAG), 800–810-nm diode, 585–595-nm pulse dye, 532-nm potassium titanyl phosphate, and 515–1,200-nm intense pulsed light. The efficacy of the treatment is dependent on various factors, including target chromophore, vessel size, vessel depth, and vascular flow rate. It is this great variety of factors that makes a single most effective treatment modality difficult to define.

Hemoglobin has strong absorption peaks at both 532 and 585 to 595 nm. There is also a significant, albeit lesser, absorption between 800 and 1100 nm. Therefore, it has been postulated that 1064-nm Nd:YAG lasers could be used in the treatment of telangiectases. In addition, because there is decreased melanin absorption at this wavelength, such a wavelength may also lead to a decrease in the risk of pigmented side effects. Previous studies have shown that 1064-nm Nd:YAG lasers used at longer pulse widths can be used to treat telangiectases on the lower extremities. In this study, we investigated the efficacy of the 1064-nm long pulse Nd:YAG laser in the treatment of facial telangiectases.

BACKGROUND. Millisecond pulse duration 1064-nm Neodymium:YAG (Nd:YAG) lasers have been shown to be effective in the treatment of some lower leg telangiectases. OBJECTIVE. To evaluate the efficacy and complication rate of a millisecond pulse duration 1064-nm Nd:YAG laser in the treatment of facial telangiectases.

METHODS. Fifteen subjects were evaluated.

RESULTS. Moderate to significant improvement was seen in 73% patients at day 30 and in 80% of patients at 3 months. These results were seen in the treatment of both blue/red and red facial telangiectases.

CONCLUSION. The millisecond pulse duration 1064-nm Nd:YAG laser is effective for treatment of facial telangiectases.

FUNDING FOR THIS RESEARCH WAS PROVIDED BY ALTUS MEDICAL.
were also evaluated for side effects, including edema, erythema, purpura, and blister formation at day 0, day 30, and 3 months.

**Results**

Moderate to significant improvement was seen in 73 of the patients at day 30 and in 80% of the patients at 3 months (Figure 1). This improvement was seen in both larger red/blue facial telangiectases (Figure 2), as well as in smaller red facial telangiectases (Figure 3). Adverse events were minimal in this study. Two subjects had mild blistering at their treatment sites. These were treated with topical bacitracin ointment and were resolved in 2 to 3 days. There was no incidence of infection, scarring, residual erythema, or postinflammatory pigmentary change in any of the subjects.

**Discussion**

Recent studies by our group and others have demonstrated that millisecond pulse duration Nd:YAG lasers are effective in the treatment of lower extremity vessels. This study demonstrated that such lasers are also effective in the treatment of facial telangiectases. Moderate to significant clinical improvement was seen in both larger blue/red and smaller red facial vessels. Use of a millisecond Nd:YAG laser, such as the one used in this study, allowed for great variations in the chosen fluence and pulse duration. Such choices allow adjustment for individual variations in vessel size, depth, and color.
This ability for adjustment is a double-edged sword. Treatment of smaller, redder vessels generally requires the use of higher energy and shorter pulse widths. At these treatment parameters, the risk for blistering and scarring is theoretically increased. We were able to compensate for this risk with ample pretreatment and posttreatment cooling of each individual treatment site. Using the clinical endpoint of vascular blanching with adequate precooling and postcooling of each treatment site, we were able to obtain consistent clinical outcomes with minimal adverse effects. Clearly, however, the lower the delivered fluence and the longer the pulse duration used, the less likely one is to see scarring. Further studies are required to compare the vascular clearing efficacy of millisecond Nd:YAG lasers with that of other vascular-specific lasers.

References